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Large-Screen 
High-Frequency 
X-Y-Z Display 

Expanded-mesh CRT's (see page 10) have 
made possible a bright 8 by Winch display 
with bandwidths greater than 20 MHz 

By Charles House 

LARGE-SCREEN C ATHODE-RAY TUBE DISPLAYS are Ith 
j valuable for presentation of computer data, class- 
room displays, medical monitoring, or production line 
analysis. Both magnetic and electrostatic CRT units are 
presently used in these applications, but each has unique 
problems which limit its desirability. Many applications 
using small-screen oscilloscopes are areas where a larger 
screen would be more desirable if costs and performance 
were compatible. 

Of the two types of large-screen displays, the magnetic 
CRT is cheaper, offers better resolution, and is an easier 
tube for deflection amplifiers to drive at low speeds. How- 
ever, to attain X and Y bandwidths greater than about 
2<l kHz. the deflection amplifiers become relatively ex- 
pensive: to achieve even I MHz bandwidth becomes a 
nearly prohibitive task. Television receivers and monitors 
are typically 5 MH/ bandwidth on the z-axis only. Addi- 
tionally, to achieve good linearity in magnetic systems. 



Cover: g ary Lee. HP glass technician, is prepar- 
ing to make the neck seal of the gun to the en- 
velope of the Model 1300A large-screen CRT. 




Fiy. I. W'tdt bandwidth of 20 MHz -n an « v III inch CR'I 
display h pmvided by the HP Model 1 300 A X-Y Display. 
All solid stale, tht' instrument uses a CRT designed I" gtVt 
a hriuht display with high sensitivity. 



either high-quality deflection yokes or a feedback-linear- 
izing circuit must be employed. 

Thus at higher speeds, the electrostatic tube has the 
advantage because of the very sophisticated amplifiers 
required with a magnetic tube. The electrostatic tube, 
however, is usually very long, with quite insensitive de- 
flection plates. A typical 8 by 10 inch display tube is 
about 30 inches long with deflection factors of 75 to 100 
volts per inch. The deflection amplifiers are generally 
transmitter tube designs which require high power, fan 
cooling, and frequent service. 

Another approach directed toward fast computer 
readout is a combination CRT. which employs magnetic 
deflection for movements larger than one inch, and elec- 
trostatic deflection for smaller movements. This allows 
writing many characters in a one inch square very rap- 
idly, and then going slowly to the next square, to repeat 
the fast sequence. Many more characters may be written 
this way than with a conventional magnetic display unit; 
yet only a small electrostatic deflection amplifier is re- 
quired and the CRT need not be very long. Cost of such 
a CRT is relatively high. 

A new electrostatic CRT development has been in- 
corporated into an instrument which overcomes a num- 
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ber of limitations found in traditional large-screen dis- 
plays. The HP Model 1 300A X-Y Display. Fig. I . offers 
the speed and linearity associated with quality electro- 
static units, and in addition achieves the reasonable size, 
weight, and cost usually found only in magnetic de- 
flection CRT's. 

The cathode ray tube is a result of combining an elec- 
trostatic gun using a high-expansion contour mesh' with 
a short, wide-scan bottle. The CRT is less than 18 inches 
long with greater than 8 > 10 inch display area because 
of the expansion afforded by the contour mesh. The ex- 
pansion also improves the CRT deflection factor to 13.5 
volts/inch for both x and y axes. This allows completely 
solid-state circuitry in the display unit. 

Several large-screen applications require a high-quality 
z-axis amplifier. A direct-coupled wide-band analog am- 
plifier is provided with this display unit, with optional 
preset gray-scale digital inputs. Additionally, a digital 
blanking input is provided for oscilloscope applications. 
The X and Y deflection systems arc identical, resulting, 
among other things, in identical phase shift to quite high 
frequencies. 

The Model 1300A offers [-volt full-screen deflection 
inputs on the X and Y amplifiers, which makes it com- 
patible with most sources capable of driving an X-Y re- 
corder. The z-axis analog input requires +1 volt to go 

1 Floyd G. Siegel, 'A New DC-50 f MHj Transistorized Oscilloscope of Basic Instru- 
mentation Character,' Hewlett-Packard Journal,' Vol. 17, No. 12, August 1966. 



from full intensity to full 'OFF! giving a sensitive control 
point for high-speed z-axis signals. All of the above in- 
puts have vernier attenuators for greater than 2.5:1 re- 
duction in sensitivity. 

Z-Axis Amplifier 

Rapid beam intensity modulation is required to realize 
the full potential of a high speed X-Y display for char- 
acter or pattern generation. The Model I300A accom- 
plishes this with a direct-coupled. 20 MHz. analog input, 
z-axis amplifier. 

Z-axis amplifiers for CRT displays often have one of 
two major limitations for character-writing. Bandwidth 
is an indication of how fast a dot may be intensified and 
turned off. and is clearly of importance to high speed 
character or format generation. Phase shift or time delay 
between z-axis and x-y axes is of great importance if 
random-access positioning and intensifying of characters 
are to occur in the proper sequence. 

A bandwidth specification measured by a continuous 
wave response, defining bandwidth as the frequency 
where the gain is 3 dB down from the mid-band gain, is 
required to define clearly the z-axis speed capability for 
character generation. A common 'specification' is a band- 
width derived from the pulse response rise time, which 
neglects to mention cither fall time restraints or amplifier 
saturation time delays. These often reduce the true CW 
bandwidth to the point that alphanumeric information is 
impossible to portray at the desired speed. The Model 




Fig. 2. The Model 1300 A z-axis amplifier is direct coupled. 
I,, is the sum af currents from three sources, shown. 
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I300A z-axis input is truly 20 MH/ measured with the 
continuous sinusoidal wave technique; additionally pulse 
rise time (\Q% to 90% points) is measured and specified 
less than 20 nanoseconds. 

Phase shift between the X and Y amplifiers is specified 
less than 0.1 degree to 50 kHz and less than I degree to 

I MHz. There is approximately a 7 nanosecond time 
lag between the z-axis control of the CRT beam and the 
X and Y control of the beam. This accounts for a typical 
phase shift of approximately 1 degree at 1 MHz. growing 
to 10 degrees at 20 MHz. between the z-axis input and 
inputs to the X and Y amplifiers. 

A SO volt signal is necessary at the CR T grid in order 
to go from a blanked condition to full intensity. To be 
able to swing 50 volts in 20 nanoseconds, the amplifier 
must be able to supply peak currents of over 60 mA to 
charge the tube and stray capacitance. In a conventional 
class A amplifier such as those of the X and Y systems, 
the bias current should be at least 60 mA which results 
in high power dissipation. 

Output Stage 

The Model 1300A gate amplifier utilizes a comple- 
mentary output stage in which the bias current through 
either output transistor needs only to be equal to the 
average current through the transistor and not the peak 
current. 

The principal difference between the Model 1 300A am- 
plifier and other complementary output amplifiers is that 
this circuit uses direct coupling to both output transistors. 
Fig. 2. If capacitive coupling is used to one or both tran- 




Fig. 3. Transistorized equivalent of the cascode amplifier. 
At Vl and Avq, are the Voltage gains of transistors Q : and 
Q,: Ai T is the total amplifier gain; P.- and p.- are the beta 
current gains of the transistors, r. and r. are resistances of 
the emitter and base respectively: /?. is the source resist- 
ance of the generator driving the amplifier. 




Fig. 4. A base-feedback cascode circuit used in the X and 
Y deflection amplifiers permits relatively low-voltage, 
high-speed devices to achieve necessary dynamic range 
and fast deflection. 



sistors. a condition may exist at high repetition rates in 
which the base current requirements are greater than the 
average current through the bias network and the ampli- 
fier ceases to function properly. This direct coupling is 
what permits the Model 1300A gate amplifier to repro- 
duce 20 MHz sinusoidal signals. 

The output stage is operated as an operational ampli- 
fier in which a current source replaces the input imped- 
ance giving an output e tl equal to —Z,J,„. The input cur- 
rent. /,„, is the sum of currents from three sources — the 
intensity control, the linear input amplifier, and the digital 
sweep blanking circuit. 

The linear input requires — 1 volt to fully blank the 
display from maximum intensity, or —1 volt to fully in- 
tensify from a blanked condition. Any intermediate 
intensity is available with the appropriate input voltage. 
A gray-scale, or sequential series of intensity shadings, 
may be defined for as many as eight levels if desired. 
The linear input has a 2.5:1 vernier to provide reduction 
in gain. Additionally, a balance control is available to 
allow nulling of input de-level offsets of rtl volt. 

The sweep blanking input allows digital control of the 
beam by blanking the display as the input is raised from 
—3 volts to ground. This may be done by contact-closure 
to ground of less than 1000 ohms; an "open-circuit' im- 
pedance of greater than 20 k ohms will allow full in- 
tensity. This input may typically be cycled at rates to 
I MHz. 

One other beam control is provided — the chop blank- 
ing input, which is useful when multiple traces are dis- 
played by means of an electronic switch. A +50 volt 
pulse is required for blanking on this ac-couplcd input. 
This input is open-circuited and the internal lead is 
grounded by a rear-panel switch when not in use, 
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Repeatability and Settling Time 



Two parameters of vital concern to many display sys- 
tems are repeatability and settling time. Repeatability is 
a measure of the ability to hit the same spot again from 
any point on screen, and may be thought of as repeatable 
accuracy to a given X-Y co-ordinate Settling time is con- 
sidered to be the total time required for deflecting the 
beam from one position to another within a stated ac- 
curacy, which means that it is the step function response 
time to within some small percent of final value. 

Terminology changes with different manufacturers on 
these parameters. Other names for repeatability include, 
plotting accuracy; line relocation accuracy and random 
access accuracy. Settling time is also referred to as' step 
function response, random positioning time; beam deflec- 
tion time; random positioning, traverse and settling time, 
beam slewing and settling time: and jump-scan time 

To illustrate a way in which random access repeat- 
ability errors affect a display, consider the CRT display 
sketched In (a). This display is a portion of a production 
test sequence, where the signal displays and grid co- 
ordinates change periodically. 

For such displays, the characters and grid are com- 
puter-generated and multiplexed with the signal displays 
at a rate just above CRT phosphor flicker The X and Y 
amplifiers may be at any position on screen when com- 
manded to re-write the grid and characters. 

Assume for the first drawing of the grid that the beam 
was already at the 0,0 co-ordinate of the grid. For the 
first re-tracing of the grid, the beam was at point A tracing 
the signal display when commanded to return to the 0, 
0 co-ordinate. For the second re-tracing, the beam was 
at point B. In (b), are shown the beam deflection vectors 
which the amplifiers must follow (while the beam is 
blanked) in order to retrace the grid 

If the repeatability error of the amplifiers is 1% for all 
three cases, it can be seen that 1% of zero deflection 



when the grid was first written was zero error, while for 
point A, the error is 0.1 inch, and for point B, the error 
is 0.04 inch. The grid origin detail shown in (c) shows 
the grid jitter created by two such re-tracings. Character 
generation and refresh will suffer from the same problem. 
Repeatability should be within one-quarter to one-half 
trace width for a full-screen deflection relocation to avoid 
objectionable trace thickening. 

Two of the most troublesome problems facing the de- 
signer seeking to eliminate repeatability error are non- 
linear input capacitances and thermal time-constants 
within the amplifier Important to the success of the 
Model 1300A amplifer design in meeting the repeatability 
specification of 0.15% maximum error were the decisions 
first to eliminate attenuators from both the X and Y inputs, 
and second, to use differential amplifiers from input to 
output in both amplifiers. Careful attention to dielectric 
materials and lead routing has minimized the frequency- 
dependent non-linearities In the input circuit. Repeat- 
ability and settling time specifications are valid only 
without high impedance attenuators at the inputs. 

Thermal time-constants are particularly troublesome 
for solid-state designs. Changes in bias level with signal 
inputs cause changes in heat dissipation, and very fre- 
quently in performance characteristics such as transistor 
Vo. or beta. A common way to avoid thermal time-con- 
stant problems is to employ differential amplifiers, so that 
thermal time-constants will be developed equally in both 
halves of the amplifier with the bias changes caused by 
an input signal. Thus, the time-constants become com- 
mon-mode signals which are rejected by the amplifying 
action of the differential amplifier. The Model 1300A X and 
Y amplifiers are differential throughout, with an additional 
bias adjustment at the first gain stage to adjust tor power 
tracking, in order to optimize the repeatability perform- 
ance of the display. 
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X-Y Deflection Amplifiers 

Deflection systems for cathode ray tubes have a num- 
ber of restrictive design parameters. In most electrostatic 
large-screen display units, the high voltage drive require- 
ments have been met with transmitter tube designs. One 
recent solid-state system employed series-parallel com- 
binations of 500-volt transistors in order to obtain ade- 
quate dynamic range. The Model I300A CRT eases the 
deflection requirements on dynamic range, but the com- 
bination of dynamic range and bandwidth achieved 
required careful circuit design. 

Cascode amplifiers were originally developed with tube 
techniques; a transistorized equivalent is shown in Fig. 3. 
They possess a number of advantages over other forms 
of cascaded pairs of active devices. 

One advantage is that the overall gain function is seen 
to be independent of R, r At higher frequencies this is 
not strictly true because of the Miller capacitance affect- 
ing the total circuit input impedance, but even then, it is 
found that R L| offers a point where signal control may be 
accomplished with a minimum of undesired effect on 
the broadband characteristics of the circuit or the signal. 
Thus the cascode in this form is often used with channel 
switching, gain and balance control, or sync signal deriva- 
tion being done in the R, , locale. 

Another major advantage is that the second transistor 
is being operated as a common-base amplifier, which al- 
lows use of the BV, ,„, rating rather than the lower BV, K1I . 
Since this will be the transistor driving the CRT in an 
output cascode. more dynamic range for a given transis- 



tor type is thus achievable. The transistor is only being 
used for alpha gain rather than beta gain, which allows 
higher bandwidth from this stage than if the same device 
were operated as a common-emitter amplifier. 

If the cascode is differential, a high degree of common- 
mode rejection may be attained for input signals or for 
thermal time-constants developed by large power changes 
with signal in the transistors. In an output stage with 
large signal swings, this is important to avoid repeatability 
error. The thermal time-constants arc best rejected if the 
amplifier is •power-matched! which entails matching the 
maximum power of Q, to the power in at that bias, 
and also matching the maximum power of Q. to the con- 
current power in R,. . Note that since each device is 
power-matched to its own load, quite different devices in 
terms of thermal time-constants (governed by chip geom- 
etry and header construction) may be used for Oi and Q ; . 
Because of the Miller effect on Q,, this device is often 

chosen for high f , and low r,,' C, . rather than V, and 

power dissipation. Conversely. O. is chosen primarily 
for power dissipation. BV, •„,,. and C,,,,. 

For the Model 1300A CRT deflection system, the 
cascode's last two advantages appeared particularly val- 
uable. A figure of merit for a high-speed deflection de- 
vice on an electrostatic tube may be described as output 
capacitance power dissipation capability. Since the dy- 
namic range is specified by the CRT voltage deflection 

requirements as some V and speed of deflection is 

often limited by the current-charging capability of the 
amplifier into the total output capacitance of the transis- 
tor. CRT plates, and stray, it can be seen that maximum 
power of the output device is directly related to the 
achievable deflection speed. 

For such a case, a slight modification of the cascode 
circuit. Fig. 4. is of value. Note that the base of the out- 
put transistor Q is now controlled by feedback from the 
output signal. This allows shift of some of the total dy- 
namic range requirement back to Q,. In the balanced 
situation, the dynamic range will be equally shared by 
the two devices. This allows using a lower breakdown 
voltage device and higher current to charge the output 
capacitance for a given power dissipation per device. 

The base-feedback cascode has other advantages over 
the conventional cascode for some deflection require- 
ments. Note that C „ of the output transistor is now re- 
duced by the feedback ratio, which enhances the figure 
of merit discussed above. Additionally, the power- 
matching requirement to null out thermal time-constants 
now requires only that the combined power dissipation 
of Q. and Q. at maximum power equal the concurrent 
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Fig. 5. Alphanumeric displays, 
in conjunction with grapklt 
presentations, are finding in- 
creasing use throughout the 
computer readout field. The dis- 
play shows the high frequency 
parameters of an indmtor, and 
is fed to the X-Y monitor from 
the HP Model 21 lf>A Computer. 



power of R,.. This presumes that 0, and 0. are now the 
same device in terms of thermal time-constants, which 
is not unreasonable since both require the same power 
dissipation and V, .,. to realize the benefit of sharing the 
dynamic range. 

The use of the base-feedback cascode in both the X 
and Y deflection amplifiers has allowed using relatively 
low voltage, high speed devices to achieve adequate dy- 
namic range and quite fast deflection. The transistors 
used are TO-5 case silicon devices with very low C,„, and 
high Ei. The use of beryllium oxide heat conductors to 
the finned heat sinks has allowed device operation at 
maximum power of 1.75 watts to ambient temperatures 
beyond 55 °C. Typical performance of the vertical system 
is in excess of 25 MHz for an 8 inch reference, while the 
horizontal is approximately 22 MHz. The difference is 
due to the different plate capacitances of the CRT. 

One other circuit feature of interest is the use of anti- 
saturation diodes at the input of the base-feedback cas- 
code. The dynamic range of the output cascode is about 
13 inches total deflection (u:6.5 inches from center 
screen), which is adequate for any on-screen display. 

One intent of the settling time specification, and in- 
deed of the wide dynamic range of the input (in excess 
of ±50 inches), is to allow large off-screen deflections 
and returns to within 0.25 9c of final value within 200 



nanoseconds. This is particularly useful for relative time 
studies of two or more signals with small high-frequency 
perturbations on top of large signals. The problem which 
may arise without the output anti-saturation circuit is 
that the output transistors have a saturation storage time 
as long as 700 nanoseconds, which allows gross errors 
in high-speed time studies. 

The diodes hold a minimum of 8 volts across Q, with 
overdrive conditions of up to ten screen diameters; the 
resistance loads are such that Q_ is similarly quite far 
from forward bias of the collector-base junction under 
such conditions. This allows faithful time correlation of 
large overdrive signals at rates up to 20 MHz. and in 
reality extends the settling time specification to include 
signals as large as ±50 inches from center screen. 

Computer Readout Displays 

Magnetic CRT displays arc ordinarily used in digital 
computer readout consoles because of spot resolution 
and cost considerations. As higher clock-rate speeds are 
used, magnetic displays often become display-limited 
because of the relatively slow beam slew rate or X-Y 
deflection rate of the magnetic CRT and amplifiers. The 
electrostatic tube in the Model I300A oilers much more 
speed for random access printout formats, which the 
modern high-speed computers are capable of producing. 
Fig. 5 shows a typical digital computer graphic display. 
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Fig. 6. Spurious signals are easily seen on swcpt-jrciiuency 
displays with the wide-band capabilities of the Model 
IJOIJA. Tilts sweep display is provided by the III' Model 
675 A 10 kHz to 32 MHz Sweep Oscillator. 




Fig. 7. High-frequency oscilloscope displays for classroom 
or production-line are possible on the larne-screen presen- 
tation. Shown is a marine " ox i" r 'he HP Model 140 141 A 
Oscilloscopes lo allow remote display s on the Model !>""A . 



The analog and hybrid computer readout requirements 
are somewhat different, for the typical presentation is a 
multiplexed set of signals from different amplifier out- 
puts which are displayed as graphs of related informa- 
tion. The requirement on resolution is often not as 
stringent as for the high-quality digital display, but the 
X and Y deflection rate requirement is much more se- 
vere. Multiplexing often demands switching rates beyond 
20 kHz. which entails beam deflection rates equivalent 
to 1 MHz bandwidths and higher. These applications 
very often require Z-axis speeds in excess of 5 MHz as 
well, in order to achieve the blanking requirements for 
the multiplexed display. The Model 1300A is able to 
achieve 20 MH/ bandwidths on all three axes for full- 
screen deflection, which more than adequately meets the 
needs of analog computer display requirements. 

Of the pertinent parameters of analog computer dis- 
plays, perhaps none are more important than settling 
time and repeatability. These parameters in large mea- 
sure determine the quality of the display for high speed 
multiplexing of signals. Hie Model I300A has been de- 
signed to achieve high levels of repeatability (0.15% 
repeatability error) and quite fast settling time (less than 
200 nanoseconds to within a trace width of final value). 

Swept Frequency Plotting 

Because the display is large and easily read, and be- 
cause the wide-band capability allows high-frequency 
spurious signal observation, the Model 1300A is ideal 
for examining the response characteristics of filters and 
amplifiers. Fig. 6. The wide-band X and Y amplifier re- 
sponse is of importance to many such applications where 
high-frequency spurious signals are transmitted from the 
oscillator or are generated in the network under test. 
Conventional large-screen magnetic displays cannot dis- 
play such information, which is valuable not only to the 
engineering analysis, but frequently critical on the 
production line. 

Classroom Displays 

Large-screen displays have been used in classroom 
applications for a number of years; their size and easy- 
readability from a distance being prime assets for a num- 
ber of people trying to see a demonstration. Most class- 
room monitors arc TV-monitor units, with magnetic- 
tubes which use raster displays. Seminar presentations 
and laboratory demonstrations, as well as many class- 
room presentations, often would like to present oscillo- 
scope-type displays of higher-frequency phenomena than 
the typical classroom monitor permits. The small size of 
the Model I300A package in iclalioii lo display area. 
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SPECIFICATIONS 

HP Model 1300 A Monitor 



X-r AMPLIFIERS 

DEFLECTION FACTOR (SENSITIVITY): Al least 0.1 V/ 
inch; vernier provide* 2S.t reduction 

DBIFT: <0 I inch/hr arter Vi-nr warmup: <0.2 lncn/8 nr. 

BANDWIDTH: DC coupled, dc to JO UHr. *c coupled 2 Ml 
to 20 MHx (8-incn reference et 50 fcHzJ. 

PIISE TIME- na (10% to 90* points) 

SETTLING TIME: <2Q0 ne to wltnin a uece widtn ol linal 
value, source impedance - 4k ohm*. 

REPEATABILITY lew then 0 15% error for te-aadresaing 
e point from any direction source Impedence <. 4k ohm* 

INPUT RC: 1 megohm shunted t>y approximately 20 pF 

INPUT Single ended: BNC connector, maximum Input 
iSOO V Idc + peak AC) 

LINEARITY Over 8 * tO-lnch screen - 1% full screen. 
Any inch with respect to any other Inch, within 10% 



PHASE SHIFT 0 1' to 50 kHz up to 100-lncn signal. 1 = 
to i MHf up to 10-inch signal. 

2 AMPLIFIER 

ANALOG INPUT: OC to 20 MH- bandwidth over the 0 to 
*1 V range, rl V give* full blanking. -IV give* full 
intensity: vernier give* 2 5.1 reduction Balance allow* 
Intensity level adjustment ol -IV. maalmum input 
-500 V dc ♦ peas *cl 

RISE TIME: -- 20 n; i10% to DOS points! 

SWEEP BLANK INPUT Digital dc planking with < 1 kit 
and -07 v to 4-5 V: unblenklng with >20 •:' and 0 V 
10 -5 V Repetition ratea to 1 MM* 

CHOP BLANK INPUT. AC coupled blanking + 50 V Blanks 
CRT Input grounded when not in use 

CALIBRATOR 

0.5 V *2%. Hi* frequency »uuare wave 

CRT 

ACCELERATING POTENTIAL. 20 kV 

SPOT SIZE: Less than 30 mils throughout a ■ 10-Inch 
screen at 100 It lamberta light output, nominelly 20 
mils at center screen (shrinking raster) 



PHOSPHOR AND GRATICULE: Aluminued P31 phoaphor 
with 1-lnch grid and 0 2-incn subdivisions on major 
axla P2. P4, P7. Pit and other phosphors available: 
other Qrelicules evallebte on speclsl order Amber tace 
plats lilter supplied with P7 phosphor Inslesd of stand- 
ard blue-oreen. 

CONTROLS: X-Y-Z Input*, ac-de Input switches, calibrator. 
X'V gain vemlar* and poaitlon. i-tut vernier and bal- 
ance on rear panel Intensity asttgmatiam. usee align 
and locus on front oanel 

GENERAL 

SIZE. MM in high. t«K in wide. TBI* in deep, ItVt in 
behind front panel 1310 ■ 425 ■ 470 mm). Rack mount 
hardware supplied 

WEIGHT: Net 47 lbs 121,5 Ml shipping 64 lb* 128.1 kg) 

POWER 175 W al 110-220 V: 50-1000 HI 

PRICE Model 13O0A. I1M0. 

MANUFACTURING DIVISION: COLORADO SPRINGS OIV 

1900 Garden of the God* Road. 
Colorado Spring*, 
Colorado 80907 



combined with the bright trace and wide-band capability, 
enables a substantial improvement in teaching displays. 

Production Line Displays 

Large-screen oscilloscopes have appeal for many 
production-line uses, where easier resolution offers less 
fatiguing view ing for the operator who must resolve oscil- 
loscope displays all day. Although most production lines 
do not require extremely wide bandwidths for oscillo- 
scopes, the general need is for displays capable of 
100 kHz to 10 MHz rather than the 20 kHz capability 
of present large-screen magnetic displays. 

The Model I300A may be deflected by any oscillo- 
scope having X and Y outputs to drive recorders. A 
z-axis or blanking signal output is necessary for the opti- 
mum display. The HP Model I55A/1550A Program- 
mable Oscilloscope and the sampling plug-ins for the 
HP Models I40A/I4IA Oscilloscopes are capable of 
driving the 1300A with only a minor Z-axis modification. 

For true oscilloscope versatility, a plug-in capability 
for vertical and horizontal systems is the most flexible 
approach.-'' 1 Fig. 7 illustrates one such system. 

Acknowledgments 

Electrical design of the HP Model I300A X-Y Dis- 
play was by Thomas K. Bohley. Alan J. DeVilbiss. 
and the undersigned; product design was by Thomas 
Schroath; industrial design was by Andi Are. and tech- 
nician support by Robert K. McCullough. Milton E. 
Russell was responsible for the cathode ray tube devel- 

' Richard E. Monnter. 'A Basic New Wide-Band Oscilloscope will Planned Anti- 
Obsolescence.' 'Hewlett-Packard Jeornal.' Vol. !5, Ho. I. Seotember 1963. 

" Floyd G- Siegel, 'A Ne* DC-50-i- MHi Transislonted Oscilloscope ol Basic Instru- 
mentation Character.' Hewlett-Packard Journal.' Vol. 17, No. 12, Aujust 1966. 

a 

©Copr. 1949-1998 Het 



opment. John H. Strathman. Engineering Manager of 
the Low Frequency and Special Projects laboratories, 
contributed substantially to the project development 
with much appreciated encouragement and valuable 
suggestions. S 




Fig. X. Used in a system such as the IIP Model K54l) 
Automatic Network Analyzer, the Model IJ00A X-Y 
Monitor provides a large, easy-to-read display. 
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Factors in Designing a Large-Screen, 



Wideband CRT 

By Milton E. Russell 

THE large-screen display field has been domi- 
nated by magnetic-deflection CRT systems. This has 
been due in part to certain disadvantages of conventional 
electrostatic-deflection tubes, primarily the very high de- 
flection voltage required and long tube length required 
for a large display. Because of the demands of the TV 
industry great strides have been made in deflection yoke 
design and in wide-angle magnetic-deflection CRT de- 
sign. Deflection angles have increased from about 50 de- 
grees in the early days of television to the 1 10 to 114 
degree designs common today. In computer and TV 
monitor displays, where greater precision and minimum 
defocusing arc necessary, 70 to 90 degrees deflection 
angles arc more common. The magnetic tube, if properly 
designed, has the advantages of small spot size, high 
brightness, and low cost. But where broad bandwidth 
(above about 1 MHz) is desired, the electrostatic tube 
is necessary. 

Most large-screen electrostatic-deflection tubes are of 
the conventional post-accelerator design. In this design, 
the shape of the post-acceleration field tends to reduce 
display size. The reduction becomes greater as post- 
acceleration ratio (ratio of screen voltage to gun voltage) 




A very large CRT display in a relatively short envelope 
(Model 1 300 A CRT. left) can he obtained by suitable 
design of the expansion mesh. Other engineering fat tors 
appropriate to specific applications may dictate an expan- 
sion mesh design to accommodate smaller displays. 



is increased. Screen voltage must be high for adequate 
brightness, therefore gun voltage must be high, with poor 
deflection sensitivity as a consequence. Center screen 
spot size is typically small, but the large deflection an- 
gles required to keep tube length within reason cause 
considerable deflection defocusing. Dynamic correction 
voltages are commonly applied to reduce defocusing. 

Typical electrostatic deflection tubes, comparable in 
display size with the new Model 1 300A CRT. arc on the 
order of 23 inches long, with deflection factors of about 
lOOV/inch and center spot size of about 14 mils. 

With the advent of expansion mesh tube development, 
the electrostatic deflection approach overcomes some of 
its previous shortcomings. It can easily be driven with 
solid state circuitry and has entered the length domain 
of magnetic deflection tubes. Performance achievable by 
using expansion meshes has been incorporated in several 
HP scope systems. Since first introduced in the HP Model 
1 75 A Oscilloscope, mesh tubes have been designed to 
meet the particular needs of other HP oscilloscope sys- 
tems. 1 - ' This experience has helped to make rather 
dramatic extensions of the art in the design of the cath- 
ode ray tube for the HP Model 1300A X-Y Monitor. Its 
display is 8 X 10 inches, with a 13.5 V/inch deflection 
factor, a length of I7 3 4 inches, and a center spot size 
less than 20 mils. 

Deflecting angles in the deflection plate region must 
be small to achieve high sensitivity with minimum de- 
flection defocusing. The mono-accelerator equivalent 
model (see sketch) is the way the tube would look if no 
post deflection acceleration were used. The deflection 
angle is low. The required tube length for the 8 X 10 
inch display would be 42 inches. 

By adding the contoured high expansion mesh opera- 
ting at gun potential, and a separated conductive coating 
on the bulb wall operating at higher potential, a strong 
field is formed between mesh and bulb wall with large 
radial as well as axial components. The beam is acted 
upon by forces in both axial, F A . and radial. Fk. direc- 
tions resulting in acceleration and expansion of the beam. 
Field shape is critical, and is controlled by the contour 
of the mesh in combination with the boundary shape of 

/ D' \ 

the bulb wall. Vertical expansion of the display I — I 

l Floyd G. Siegel, 'A New SO MC Oscilloscope Based on an Advanced CRT Design,' 
•Hewlett-Packard Journal,' Vol. 13. No. 8, April 1962. 

' Richard I. Monmer and Ralpn R. Reiser. 'A New IV Waveform Oscilloscope for 
Precision Measurements of Video Test Signals.' 'Hewlett-Packard Journal.' Vol. 17, 
No. 6. Feb. 1966. 

1 Flovd G. Siegel. 'A New DC-SO' MH; Transistorized Oscilloscope of Basic Instrumen 
tation Character,' 'Hewlett-Packard Journal,' Vol. 17, No. 1?, August 1966. 

• Richard £. Monmer. 'A Basic New Wideband Oscilloscope with Planned Anti-Obso- 
lescence.' 'Hewlett-Packard Journal,' Vol. IS, No. 1, Sept., 1963. 
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Use of the expansion mesh post-accelera- 
tor reduces lube length for un S hy 10-inch 
display to about 17-iii inches (a). An 
equivalent mono-accelerator lube without 
the expansion mesh (h) would require an 
envelope nearly three limes as long. 




is 3.3 X vertically, and 2.7 ;< horizontally (area expan- 
sion 9 X)- This results in compression of actual tube 
length from 42 inches down to 17 3 4 inches. The tube is 
then relatively short in actual physical length, but appears 
long to the deflection plates. 

Spot size is another important consideration. Several 
factors contribute to spot size growth. One of these is 

the magnification ratio. the ratio of distance from 

lens to screen, to the distance from 'crossover' to lens. 
(The crossover is the point of minimum beam cross sec- 
tion and is located near the control grid aperture.) Spot 

size is proportional to^. In the Model 1300A CRT. Q 

is the same as the monoaccclerator equivalent, and so is 
long because of the low deflection angle. To compensate, 
a relatively long gun and consequently long P distance 
was chosen. 

Another consideration is spot growth due to space 
charge repulsion. Space-charge spot growth is a direct 
function of distance from lens to screen and an inverse 
function of beam voltage. The Model 1300A CRT has a 
relatively short path length from lens to screen and beam 
velocity is high for a considerable portion Of that dis- 
tance. Consequently, space-charge spot growth is not 
significant. 

The mesh intercepts about half of the beam current, 
requiring higher gun currents to produce equivalent 
amounts of screen current. High screen voltage (20 kV) 
is used to compensate. Also, the mesh openings produce 
aperture lenslets which tend to defocus the beam, the 
effect increasing as opening size increases. The mesh then 



acts as a resolution limiting element similar to grain 
structure in a phosphor screen. Very fine mesh is used 
on the Model 1300A tube, resulting in a limiting spot 
size, due to mesh aperture effects alone, of about 8 mils. 

The net effect of all the contributors to spot growth is 
a spot size of 20 mils or less at center screen at 100 foot- 
lamberts brightness (shrinking raster method) with max- 
imum edge spot size of 30 mils. 
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'Flying Clock' Comparisons Extended to 
East Europe, Africa and Australia 

Using portable atomic clocks, HP teams recently brought 
precise time and frequency information to 18 countries. 

By LaThare N. Bodily and Ronald C. Hyatt 



ONE OF THE MOST ACCURATE MEASUREMENTS of 
which the measuring art is presently capable is 
the measurement of frequency or of its inverse, time in- 
terval. Such measurements can be made with an accuracy 
of a few parts in 10 ,: (and with even higher resolution — 
about 1 part in 10' 3 ). 

Since there is virtually no way to distribute high- 
accuracy frequencies over a distance without loss of pre- 
cision and purity, members of the world scientific com- 
munity working in the high-accuracy time and frequency 
field must necessarily generate their standard frequency 



locally. This brings about a need to intercompare stand- 
ard frequencies. Similarly, laboratories involved with ac- 
curate timekeeping have a need to correlate their locally- 
kept time with each other and with the agencies that are 
Officially charged with establishing standard time. 

One of the most satisfactory methods for intercom- 
paring frequency and time between distant places is to 
carry an accurate clock, usually by airplane, between the 
various places where frequency and time are of interest. 
Engineers from the HP Frequency and Time Division 
have recently conducted such a 'flying clock' experiment 
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Table I 

Summary of IIP Flying Clock Experiments 



□ate 

April. 1964 



Feb./Mar.. 1965 



May/June. 1966 



Sept./Ocl., 1967 



Description 

Time correlated between U.S. and Switzer- 
land to about 1 microsecond. RF propaga- 
tion time established within about 200 mi- 
croseconds. Two clocks ( ;: 1 and 2) operated 
within a tew parts in 10" of one another and 
within a few parts in 10" of "long beam" 
cesium standards at Neuchatel, Switzerland 
and NBS at Boulder, Colorado. 

Time (or frequency) correlated between 21 
places in 11 countries to within 1 microsec- 
ond. One clock ('-'3) accumulated less than 
6 microseconds time difference and the 
other ( :: 4) less than 1 microsecond in 23 
days (compared against NBS UA). 

Time (or frequency) correlated within about 
0 1 microsecond between 25 places in 12 
countries. Two clocks ("8 and 9) agreed 
with each other within 1 microsecond after 
31 days with an average frequency differ- 
ence of less than 3.6 parts in 10". 

Time (or frequency) correlated between 53 
places in 18 countries to about 0.1 micro- 
second. Two clocks (-51 and 52) exhibited 
time differentials of 17 and 3.5 microsec- 
onds over 41 days (compared to HP house 
standard), corresponding to average fre- 
quency differences of 5 X 10 " and 10 X 
10 respectively. 



which carried precise frequency and time information to 
18 countries. This was the fourth and by far the most 
extensive experiment of its type conducted by the HP 
Frequency and Time Division. 

The experiment extended over 41 days and the clocks 
jointly covered a total of some 100.000 kilometers (see 
map). Two HP clocks and three HP teams participated.* 
By comparing with the HP house standard at the begin- 
ning and end of the trip, the time differences of these 
clocks at the end of the 41 days were found to be only 
1.7 and 3.5 microseconds. This corresponds to offsets of 
only 5 and 10 parts in 10" in the frequency standards 
that actuate the clocks. The time correlations on the trip 
were made to a net accuracy of about 0. 1 microsecond. 

• »! trie HP office in Geneva, a third clock was lynchronUed with the two flying 
ci«»» ind then cirried to two facilities in Eurooe. 



Fig. I. Atomic-controlled (csatni beam frequency 
standard and clock assembly, complete with standby 
buttery powet supply, en used in 1967 
Hewlett-Packard flybig cluck lime comparisons. 
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Table II 

Stations Visited by 1967 Flying Clocks 















I~ frmn.niinn 
Made 






Country 


Ml 


de 


Facility 


Location 


County 


Facility 


Location 


1 Australia 


T 




1 Stadan Tracking 
Station 


Canberra 




T-F 


- Istituto Electtrotecnico 
Nazionale 


Torino 






F 


I Australian Army Design 


Melbourne 




T-F 


Milano Istituto 


Milano 






F 


wUiiiMIUi I Weill II I 


C* h innpn . 






Astronomica 










Scientific and Industrial 


dale 


■" Japan 


T-F 


■ Radio Research 


Koganei 








Research Organization 








Laboratories 






T . 


r 


MSFN Tracklnn Station 


vol 1 UCI 1 a 


M fi f LA/ 71 u 

iiwi way 


T-F 


Mnru/pni9n Air Fnn"r» 
i«ui ncyidM nil ruim 


Kjeller 




T 


F 


Mt Stromlo 
Observatory 


Canberra 


1 Rumania 


T-F 


■ Observatoire de 
Bucarest 


Bucharest 




T- 


F 


1 Postmaster General 


Melbourne 


B South Atrica 


T-F 


• Republic Observatory 


Johannes- 








Research Lab. 








burg 


t Belgium 


T 




■ Universite Libre de 
Bruxelles 


Brussels 




T - F 


8 Stadan Tracking 
Station 


Johannes- 
burg 


! Canada 


T 


F 


Dominion Observatory 


Ottawa 




T-F 


• JPL Tracking Station 


Johannes- 




T- 


F 


National Research 


Ottawa 








burg 








Council 




B Sweden 


T-F 


9 Forsvarets 


Stockholm 


1 Czechoslo- 


T 


F 


Institute of Radio 


Prague 






Forsknlngsanslalt 




vakia 






Engineering and 
Electronics. Czech. 
Academy of Sciences 


f Switzerland 


T-F 
F 


• Hewlett-Packard S.A. 
Laboratoire Suisse de 
Recherches Horlogeres 


Geneva 
Neuchatel 




T 




Astrom. Institute, 
Czech. Academy 
ot Sciences 


Prague 




r 

F 


' Observatoire de 

Neuchatel 
■■ Ebauchos S.A. 


Neuchatel 
Neuchatel 




T 




- Geodetic Observatory, 
Czech. Academy ol 
Sciences 


Pecny 




T 


HBG Standard 
Broadcast Slation 


Prangins 




T 




OMA Standard 


Llblice 


• Turkey 


T-F 


' Kandilll Observatory 


Istanbul 








Broadcast Station 




Yugoslavia 


T-F 


' Astronomska 


Belgrade 


Denmark 


T 




M Laboratoriet 


Vaerlose 


• U S. A. 




Observatorija 










Flyvestation Vaerlose 




T - F 


* Hpwlptl-Packard 


Pain Altn 

* il ~ Uv 


' England 


T 


F 


National Physical 


Teddington 






Company 








Laboratory 




T-F 


" National Bureau of 


Boulder, 




T 


F 


Royal Greenwich 

vjo&tjr vdiut y 


Hailsham 




T 


Standards 
9 WWV Standard 


Colo. 

Ft Collins 




r 


F 


Stadan Tracking 
Station 


Winktield 




T 
1 


Broadcast Station 
i wwvb/L oianoafu 


Colo. 

Ft. Collins, 


1 France 


T 




• Centre National 


Bagneux 






Broadcast Stations 


Colo. 








d'Ftudp*i dps 




T- F 


" Goddard Soace Fliaht 


Grppnbplt 

\J 1 CCI lUCll , 








Telecommunicalions 








Center 


Md. 




T- 


F 


Paris Observatory 
(BIH) 


Paris 




T-F 


B U. S. Naval 
Observatory 


Washing- 
ton, D.C. 






F 


Centre Technique de 
L'lndustrle Horlogere 


Besancon 




F 


8 U. S. Naval Research 
Labs 


Washing- 
ton. DC. 




T 




- Observatoire de 
Besancon 


Besancon 




F 


■ Harvard University 


Cambridge, 
Mass. 


Germany 


T 




Deutsches Hydro- 


Hamburg 




F 


t Hewlett-Packard 


Beverly. 






graphisches Institut 






Company 


Mass. 




T- 


F 


! Physikalisch- 
Technische 
Bundesanstalt 


Braun- 
schweig 




T - F 
T-F 


WWVH, Standard 
Broadcast Station 
1 U.S.N Astronautics 


Maul. 

Hawaii 

Wahiawa, 


Italy 


T- 


F 


' Istituto Superiore 


Rome 






Group, Detachment "C" 


Oahu, 








Poste e 








Hawaii 








Telecomunicazioni 






T-F 


S Omega Station 


Haiku. Oahu. 




T 


F 


Centro Microonde 


Florence 






Hawaii 



T Denotes Time Comparison F Denotes Frequency Comparison A Visit made by FC =7 trom HPSA office 



Considering the numerous on-loadings. off-loadings, 
plune rides (27 for one clock), car rides, hand portages, 
and cart portages, it can certainly be slated that the 
clocks pro\ed themselves to be rugged as well as one of 
the world's highest-precision devices. 

By means of the trip, time and or frequency were 
correlated at 53 installations. For the first time visits 
were made into eastern Europe where, in fact, the team 



visiting Prague was introduced to a new technique for 
clock synchronization, as described later. Comparisons 
were also made at five NASA tracking stations. 

In addition to visiting the U.S.A., Canada. Europe and 
eastern Europe, teams also visited installations on the 
Asian continent near Istanbul, as well as installations in 
and near Johannesburg on the African continent, and in 
and near Sydney. Canberra, and Melbourne in Australia. 



© Copr. 1949-1998 Hewlett-Pfujkard Co. 



Portable Clocks 

The clocks were of a new generation which included 
advances developed from past experience and by state- 
of-the-art progress. The new clocks were smaller than 
those used previously (Fig. I) and lighter by 70 pounds. 
Consequently, it was simple for them to be transported 
in the regular passenger seats of commercial airplanes. 

The lighter weight and smaller size came about be- 
cause the new clocks are an integrated combination of a 
count-accumulating system and a cesium-beam frequency 
standard. In past experiments the clock mechanism and 
frequency standard were not so integrated, although they 
were connected to achieve the same end result. As in the 
past, the clocks were combined with a portable battery 
and multi-voltage power converter so that they could 
operate either without external power or from a variety 
of ac and dc power sources. 



Table III 

Time Closures 

The Hying clocks (FC51 and FC52 In the data below) 
made a number ol "lime closures" with recognized time- 
keeping stations. This table shows live ol the stations 
involved, the accumulated time dillerences between the 
Hying clocks and the station clocks, and the average tre- 
quency dillerence between the Irequency standards ac- 
tuating the clocks lor the interval ol the closure. "FC51" 
and "FC52" in the table are the Hying clocks. 



Goddard Space 
Flight Center. 
Greenbelt, Md. 


18 Oct. -12 Sept. 
A [FC52-GSFC) 
Avg. Freq Difference ■ 
+0.4 x 10 "for 36 days 


= 1.1 „sec 
FC52High 


USNO 
Wash.. DC 


18 Oct -12 Sept, 
A [FC52 — USNO M.C.I 
Avg Freq Difference = 
-2.3 x 10 "for 36.3 days 


- - 7.1 (isec 
FC52 Low 


NBS, Boulder, 
Colorado 


10Oct.-11 Sept. 
A [FC52-NBS8 - ] 
Avg Freq Difference = 
-1.0 x 10 "for 38.3 days 


= -3,3„sec 
FC52 Low 


WWV. Ft. 
Collins, Colo. 


20 Oct.-1 1 Sept. 
A [FC52-WWV] 

Avg Freq Difference = 
-0.2 x 10 "for 39.2 days 


= -0.8 usee 

FC52 Low 


Hewlett-Packard. 
Palo Alto 


21 Oct-10Sept. 
A [FC52-hp(A31] 
Avg Freq Difference = 
-0.5 x 10 "for 40.3 days 


= -17 usee 
FC52 Low 


Hewlett-Packard. 
Palo Alto 


22 Oct.-10Sept. 
A [FC I 51-hp(A3)J 
Avg Freq Difference = 
1.0 x 10 "for 41 days 


= —3.5 „sec 
FC51 Low 


Hewlett-Packard, 
Palo Alto 


22 Oct -10 Sept 
A [FC51-FC52) 

Avg Freq Difference = 
0.5 x 10 1 lor 41 days 


= -1.8»sec 
FC51 Low 



• Clocks advanced 200 »secs 20 Sept. 1967. 
X FC51 time corrected to account for interruption of normal operation 16 
Sept 



Table IV 

lime Si ulc Comparisons 

This table shows the difference between several locally- 
maintained time scales and the NBS UA time scale lor 
two checks made 16 months apart via the Hying clocks. 
The small time changes show that the various time scales 
are within about 2 parts in 10' : of one another. 





1966 


1967 








Time 




Time 








0IH 




Dill 


Change 


Facility 


Date 


«ste 


Dale 


.isec 


«sec 


Radio Research 


IB May 


1.-174 


16 Oct 


1.400 


-74 


Lab 












Nat l Research 


19 May 


200.489 


18 Sept 


200.557 


+68 


Council 












USN Observatory 


18 May 


79 


11 Sept. 


165 


+86 


Neuchatel (TUA) 


22 May 


2.405 


23 Sept 


2,468 


+63 


Observatory 










Dom'n Observatory 


20 May 


1 


17 Sept. 


54 


+53 


Physikalisch- 


3 June 


433 1 


26 Sept. 


489 


+56 


Technische 












Bundesanstait 












Royal Greenwich 


3 June 


59 


4 Oct. 


154 


+95 


Observatory 













T: 1966 time dillerence value corrected lor Known time scale irequency on- 
set existing from 3 June to 30 December. 1966 



The new clocks also incorporated a digital type of fre- 
quency divider rather than the regenerative type used in 
the first two experiments. This new circuitry was first 
tried in last year's experiment with good success and has 
been designed into the new time standard. 

Initial Adjustments 

Readers working in the atomic oscillator field arc often 
interested in knowing the method used to establish the 
operating frequency of the cesium standards used in the 
clocks. This question arises because, although the cesium 
standards are primary standards whose frequency de- 
pends on a fundamental natural phenomenon, one of the 
initial adjustments can affect this frequency. This adjust- 
ment is the strength of the magnetic field ("C field) that 
surrounds the cesium beam. The "C field has a nominal 
value but can be changed slightly to affect the transition 
frequency of the cesium atoms. 

In the experiment both clocks were initially phase- 
compared with the HP house frequency standard 
(HPA3). one of the world's most accurate standards. 
One clock had no offset from this standard, while the 
'C field of the second clock was specifically adjusted to 
bring the frequency into closer agreement with the house 
standard (within the limits of measurement resolution, 
about 1-2 parts in 10' I. 

At the end of the 4 1 -day trip, the two flying clocks 
were found to have operated within five parts in III of 
one another's average frequency. Compared to the HP 
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Table V 

Frequency Comparisons with Atomic Standards 

This table presents a listing ol the frequency compari- 
sons between the visiting Hying clock and the atomic 
frequency standard! s) at the station visited. A note indi- 
cates how the measurement was made. "FC51" and 
"FC52" in the table refer to the flying clock. 



Type 



Cornell non 



12 Sept. 

11 Sep! 

20 Ocl. 

12 Sept 
20 Sepl 
19 Oct 
14 Sepl 
22 Sepl 1 
3 0c! 

17 Oct 

18 Sepl 

19 Sept 
18 Sept 



19 Sept 

20 Sept 
28 Sept 
23 Sepl 

26 Sep! 

27 Sepl 
2 Oct. 

4 Oct 

6 Oct. 



NBS III 

(U.S.) 

Boulder. 

Colorado 



USNO 
Washington. 

D.C. 



HPS A =8 
(Switzerland) 



Dominion 
Observatory 
ICanada) 
NRC 

(Canada) 
FOA 

(Sweden) 



NAF 

(Norway) 

ISPT 
(Italy) 

MIA 



(Cesium 
except as 
noted — 
length 
denotes 
inter- 
action 
length) 



366 cm 
Lab Type 



12 4 cm 
commer- 
cial 



12.4 cm 
commer- 
cial 



12 4 cm 
commer- 
cial 

200 cm 
Lab Type 

Sid =1 
12.4 cm 
commer- 
cial 
Std =2 
12.4 cm 
commer- 
cial 

12.4 cm 
commer- 
cial 

Rubidium 



Rubidium 



(Italy) 




Ebauches. 


25 cm 


S.A. 


commer- 


(Switzerland) 


cial 




, 88 cm 




\ commer- 




) cibi 


PTB 


1 12 4 cm 


(Germany) 


/ commer- 




' cial 


NPL 


12.4 cm 


(England) 


commer- 




cial 


RGO 


12 4 cm 


(England) 


commer- 




cial 


Paris Obs. 


25 cm 


(France) 


commer- 




cial 



-299 994 • 002 x 10 '■ 
1 75 ea 393 sec. samples 
FC51 High 

-300.012 ^ .027 x 10 « 
9 ea 393 sec samples 
FC52 Low 

- 299 996 - 003 X 10 " 
135 ea 393 sec samples 
FC52 High 

-0.7 l 0.3 x 10 " 

1 1.5 Hr Phase Comp 

FC52 Low 

-1.6 ± 0.2 X 10 " 

17 8 Hr Phase Comp 

FC51 Low 

-5.2 ± 0.4 x 10 " 

16.8 Hr Phase Comp 

FC52 Low 

+0.4 ± 0.2 x 10 " 

21 Hr Phase Comp 

FC52 High 

-02 i 0 2 x 10 ' 

22.5 Hr Phase Comp 
FC51 Low 

-0 8 ± 0.2 x 10 » 
85 Hr Phase Comp 
FC51 Low 

- 2.0 ± 0.2 x 10 " 

23 Hr Phase Comp 
FC52 Low 

+0.4 i 0.5 x 10 " 

14 5 Hr Phase Comp 
FC5I High 

-299 995 i 013 x 10 1 
200 - 38 sec samples 
FC51 High 
+0.7 • 0 2 x 10 " 
36 Hr Phase Comp 
FC52 High 

+0 2 ± 0.2 x 10 1 
36 Hr Phase Comp 
FC52Hlgh 

. -299 946 t 006 x 10 * 

18.6 Hr Phase Comp 
FC52 High 

+ 30 X 10 " 

1 .5 Hr Phase Comp 

FC52 High 

-1 74 x 10 •' 

0.6 Hr Phase Comp 

FC52 Low 

+0.6 ± 0 2 x 10" 

15 Hr Phase Comp 
FC51 High 

-299 998 x 10 " 

16 Hr Phase Comparison 
FC51 High 

-300 006 x 10 1 
13 Hr Phase Comp 
FC51 Low 

-300.039 ; 008 x 10 " 

24 Hr Phase Comp 
FC52 Low 

-300 000 i 004 x 10 " 
4 Hr Phase Comp 
Via FC52 

-299 862 x 10 " ; 
lOOealOOsecsamples 
FC52 High 



Date 


Local Std 


TyM 


Comparison 


6 Oci 


JPL Tracking 


Rubidium 


+ 4.88 * 10 " 




Station 




1 Hr Phase Comp 




(So. Africa) 




FC51 High 


9 Oct 


Rep. Obs 


12.4 cm 


- 299.943 x 10" 




(So. Africa) 


commer- 


62 Hr Phase Comp 






cial 


FC51 High 


10 Oct 


CSIRO 


12-4 cm 


- 300.039 • .002 x 10" 




(Australia) 


commer- 


22 Hr Phasa Comp 






cial 


FC51 Low 


11 Oci. 


Mt. Slromto 


12.4 cm 


-2.3 - 0.2 x 10 1 




Obs 


commer- 


14 Hr Phase Comp 




(Australia) 


cial 


FC51 Low 


1 2 Oct. 


MSFN 


Pi i h ■ i i im 


— 2 54 x 10 " 




Tracking Sta 




1 Hr Phase Comp 




(Australia) 




FC51 Low 


1 2 Oct. 


Aust. Army 


1 2.4 cm 






Design 


LOinrriBf- 


*» nt rniW LiOITip 




(Australia) 


ciai 


FC51 High 


1 4 Ocl 




1 2.4 cm 


inn rut %✓ m M 




1 A. m tin ) 


rnmrr>*«f- 

Ul 1 M 1 i^T 1 ~ 


17 7 Hr Phfl^P ftnmn 

1 ' r 111 f 1 IDJC 1 ' ' yj 






cial 


FC51 High 


19 Oct 




i Ctrl 1 1 


+7.2 x 10 




i ! "iri'iri i 

1 Jdpdl 1 


1 124 cm 


£o nr muss ucmp 






i commer- 


FC51 High 






1 cial 








Std - 2 


— 0 6 x 10 '' 






• 12 4 cm 


57 Hr Phase Comp 






/ commer- 


FC51 Low 






\ cial 




19 Oct. 


Mi2usawa * 


12 4 cm 


-04 X 10 " 




(Japan) 


commer- 


28 Hr Phase Comp 






cial 


FC51 Low 


20 Oct 


USN Aslron 


12,4 cm 


-3.4 ± 03 x 10 " 




(Hawaii) 


commer- 


20 Hr Phase Comp 






cial 


FC51 Low 


21 Oct 


Omega 


12.4 cm 


-0.1 i 0.3 x 10 " 




(Hawaii) 


commer- 


12 5 Hr Phase Comp 






cial 


FC51 Low 



NOTES 

i Flying Clocks operated or. UTC Time Scale -300 00 x 10-i». 

? Frequency wiDirnwi given ea otreot from A! when competed egeinal 
standards with nominal Irerjunncy other lhan -300 00 • 10- 

P Fractional treouency dirrerence Between UTC Clocks ll computed aa 
Frao. Oev • il, - r t j/i B where r,. t_ end t_ are frequencies o» traveling 
clock, local clock and nominal frequency respectively. Fieo deviation is 
positive It I, is higher in treouency than I, and negative II I, is lower than f L 

i Frequency comparisons are reported aa measgied without correction lor 
emment magnetic Held and tempoiatuie ettects on the Hying clacks 

■ Frequency ottsot due to observatory cesium beam electronic circuitry 

■ > Measuted al flPIL facility 



house standard, one clock operated at an average of 
within five parts in 10' . the other within ten parts in 
10" of the average house standard frequency. 

Cesium and Hydrogen Standards 

The places visited this year arc shown in Table II and 
the resulting measurements and data are in Tables II— VI. 
As in pas! experiments, intercomparisons were also made 
with several of the world's long-beam cesium standards 
which represent the first generation of cesium standards. 
The present portable standards represent the most recent 
generation. 

Comparisons were also made w ith most of the world's 
independently-constructed hydrogen maser frequency 
standards. These comparisons require further reduction 
of the comparison data; this is now being done by the 
participants and will be published separately. 
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Flying Clocks 



The experiment described on p. 12 is the tourth such 
■flying clock' experiment conducted by the Hewlett- 
Packard Company. The objects of these experiments 
have been to improve the body of knowledge about the 
overall accuracy of the world family of atomic frequency 
standards and to achieve a more accurate correlation 
and synchronization of time throughout the world. 

The flying clock method of intercomparing frequency 
standards has clearly shown itself to be a principal 
method of accomplishing these aims. In essence, the 
method consists of transporting an atomic clock from 
place to place, usually by air. Since the clock derives 
Its accuracy from an internal atomic frequency standard, 
presently one of the most accurate devices in existence, 
it is also possible to compare this internal standard with 
other standards — and through this process to compare 
all standards with one another. 

The frequency of the standard in the portable clock, 
as well as the time kept by the clock, is established at 
the beginning of the trip by direct comparison with na- 
tional standards at the National Bureau of Standards and 
U.S. Naval Observatory. After the trip the loop is closed 
by re-comparlng the portable clock with these same 
standards so that the slight changes that inevitably oc- 
cur can be referred back as a tolerance on the previous 
measurements. 

The precision achieved in relating the various stand- 
ards to one another with a portable clock is very high 
indeed. The results of the past HP experiments show, for 
example, that the standards participating in the experi- 
ment were compared to a precision of parts in 10". It is 
notable that such precision is probably several hundred 
to one thousand times better than that with which any 
other physical quantity can be measured. In those same 
experiments the time of day at each participating station 
was correlated to within about 0.1 microsecond — typi- 
cally at least several orders of magnitude better than 
previous radio wave measurements. 

The factor that has enabled flying clocks to evolve as 
the most precise method for intercomparing frequency 
and time at a distance is the extreme accuracy presently 
achieved in the atomic standard which actuates the 
clocks. Measurements on a large number of HP Cesium 
Beam Frequency Standards have, for example, shown 
the accuracy of the full group to be within about 5 
parts in 10'' of the mean. These standards are those 
used in the flying clocks, and their accuracy has per- 
mitted the measurement precision noted above in inter- 
comparing the world's best-known atomic standards. 

The cesium beam frequency standard is itself a pri- 
mary standard since it derives its accuracy from a con- 
stant of nature which is presumed invariant, The con- 



stant referred to is a transition in the cesium 133 atom 
between two particular hyperfine energy levels. The fre- 
quency of this transition has been defined by the Thir- 
teenth General Conference of Weights and Measures as 
occurring at 9, 192, 631, 770 hertz (cps). As well as de- 
fining a frequency, this definition also defines an 'atomic 
second' and consequently an atomic time' scale which 
is now used in much accurate work. This scale is con- 
siderably more uniform than the rotation of the earth 
which is the basis for other time scales. 

The clocks used in this most recent 1967 experiment 
operate from a cesium standard of latest design (HP 
Model 5061 A) which contains circuitry permitting either 
atomic time or UTC (Coordinated Universal Time) to be 
kept. UTC is an approximation to UT2 which is based 
on the rotation of the earth and determines the length 
of the second (and frequency) as broadcast by NBS sta- 
tions WWV, WWVH. and WWVL. and by stations coordi- 
nated by the U.S. Naval Observatory. The length of the 
second in the UTC scale is set yearly by the Bureau Inter- 
national de I'Heure in Paris and is presently longer than 
the atomic scale by 300 parts in 10 °. Frequencies based 
on the UTC scale are thus lower than those of the atomic 
scale by the same amount. In the new 5061 A Standard 
the time scale can be changed merely by setting four 
thumbwheels and a switch, and by adjusting the "C" 
magnetic field. 




SMHt IMH* lOOKHr 



ClocKs basic circuit arrangement 



1PPS 
ElECTRICAl TICKS 



The basic circuit arrangemenl of the clocks appears 
in the diagram. An accurate frequency standard (the 
atomic standard) is the heart of the equipment and pro- 
duces an accurate frequency which is integrated by a 
clock to measure the passage of time. As a by-product 
of the circuitry, electrical 'ticks' are produced which are 
useful in precision comparisons between the clock and 
other systems. Also produced are various other frequen- 
cies which are used as standard frequencies and in the 
intercomparison of various accurate frequencies. These 
intercomparisons are generally made by comparing the 
phases of the two frequencies for intervals of several 
hours. 
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Table VI 



Time differences measured between local station clocks and 
on arbitrarily-selected reference (HP house standard). 

These measurements were made by the visiting flying clocks 
and have been adjusted tor known differences between the 
flying clock and the HP house standard (HPA3). 

NOTE: In this table time differences are reported in trie torm: Clock A - Clock 8 = 0 where D is positive 
it reading A is greater than reading B ICIock A tick occurs tirst) Reading A in the table is always that ot 
the clock at the visited taclllty. Clock B is always the (lying clock This arrangement has been followed to 
be consistent with last yoar s reported time differences and with the recommendations tor reporting such 
data made by the Commission de I'Heure of the Int'l Astronomical Union (August '67). 



Date 


Time (UT) 


Facility 






c< 


>mpahson (psec) 


1 1 c«rit 

1 1 O' ft 


1 A M 1 1 M 


nuo. tjouiaer, uoio. 


■i t r"~i r% / f\ \ 

NBS(8) 


— hp 




-165.8 


11 Sept. 


1 4 H 40 U 


VA/uVV Ft Pnllinc Prili-i 

vvvvv, n. oouins, ooio. 


WWV ' 


— hp 




- 163.5 


11 Sept. 


15 H 19"00 S 


WWVR Ft Pnllinc Polrv 


WWVb ■ 


— hp 




962,120.7 


1 1 Sept. 


1 5 M 20 M 


WWVI Ft Tnllinc f*nln 

VVVVVI-, II. OUMII15, VrfUIU. 


tAMA/WI t 


— hp 




- 147.2 


1 1 OCUI. 




MRC OnnlHar Pr.tr. 

iNDo, Douioer, i*oio. 


NBS(7)* 


— hp 




5,962.343.0 


11 Sept. 




uoiiu, vvdsii iiiy lun. u \j . 


1 lOKI / ft 1 /"* V 

UbNU(M.ly.) 


— hp 




-0.5 


1 2 Sept. 


uo ou 


1 1C,M/"1 Wachinntrvn n C 


1 IPHA/Olftt • 

UbNU(^ZO) 


— hp 




5.952.141 .9 


1 9 Cent 


l ** ou 


oori_», ureenueit. tvtu. 


GSFC 


— hp 




-205.7 


I O OCUI, 


AO" 1 fl u 
ua I o 


UDC A f~~ i> n i i Ci>.ill>rLn>l 

nroA, ueneva, Switzerland 


HPSA(8) 


— hp 




- 19.0 


1 4 Sept 


1 fi H no w 


udiiibii Mir rorce, Ucnrridfn 


HUAI- 


— hp 




-2,587.7 


1 5 Sept. 


1 M £U 


CluaHich M-lt'l T~lt\l 1 ih CmAi4nn 

owcuiaii iNai i. l/ci. Ldu. oweaen 


KJA - 


— hp 




-312.8 


I 7 Qor*t 

I I oepi. 


£C J4 


Dominion Obs., Ottawa 


DO 


— hp 




- 112.0 


18 Sept. 


13"00" 


Norwegian Air Force, Norway 


NAF- 


— hp 


= 


-12.536.3 


18 Sept. 


1 6 H 45" 


Nat l. Research Council. Ottawa 


NRC 


— hp 


= 


200,391.5 


20 Sept. 


08"57" 


1st. Sup. Poste e Tele.. Rome 


ISPT 


-hp 


= 


29.1 


21 Sept. 


08 H 03 U 


Centro Microonde. Florence 


CM 


-hp 


= 


-1.910.0 


22 Sept. 


08 M 35 U 


1st. Elecct. Nazionale. Torino 


IEN • 


-hp 


= 


-6.7 


23 Sept. 


07 M 30" 


Obs. Neuchatel, Neuchatel 


HBN 


-hp 


= 


1,011 6 


23 Sept. 


1 0"08 u 


HBG, Prangins 


HBG' 


— hp 


= 


-179.4 


23 Sept. 


13 M 15 U 


HPSA. Geneva 


HPSA(8) 


— hp 


= 


-19.8 


25 Sept. 


09" 18" 


Deut. Hydro Inst., Hamburg 


DHI 


— hp 


= 


-606.1 


25 Sept. 


09"51" 


Milano 1st. Obs.. Milano 


M.I.O. 


— hp 


= 


-1.268.2 


25 Sept. 


17 M 47" 


HPSA, Geneva 


HPSA(8) 


-hp 


— 


-19.8 


26 Sept. 


07 M 30 U 


PTB. Braunschweig 


PTB(TUA) 


— hp 


= 


323.4 








PTB "(AD 


— hp 


= 


5,955,236.4 








PTB "(SAI) 


-hp 


= 


477.0 


28 Sept. 


09 M 52 U 


Inst. Radio Engr.. Prague 


IRE(BO) 


-hp 


= 


-1.083.4 








IRE(CO) 


-hp 


= 


321.4 


oept. 


1 o 45 


OMA — Std. Broadcast Sta.. Liblice 


OMA 


— hp 




-1.051.2 


28 Sept. 


15 H 15 U 


Geodetic Obs., Pecny 


GO (Clock A) 


-hp 




-1,196 8 


29 Sept. 


07"55 u 


Inst. Radio Engr.. Prague 


IRE(CO) 


— hp 




316.5 








IRE(BO) 


-hp 




1,084 5 


29 Sept. 


08 M 30 M 


Geodatisches Institut of German Academy 


GI©(HU) 


-hp 




2.500. 






of Sciences, Potsdam 






29 Sept. 


07 H 44 U 


Belgrade Obs.. Belgrade 


Bel Obs 


-hp 




-92.320.5 


29 Sept. 


09 M 58 U 


Astronomical Inst., Prague 


AI(HI) 


-hp 




313.2 


30 Sept. 


17 H 40 M 


HPSA. Geneva 


HPSA(8) 


-hp 




-19.6 


2 Oct. 


09 H 54" 


Stadan Tracking Station, Winkfield. England 


Stadan ; 


-hp 




-527. 


2 Oct. 


14 M 41"30 J 


Nat. Physical Lab . Teddington, England 


NPL(A1T 


-hp 




407,174.1 


2 Oct. 


WW 


Nat. Physical Lab., Teddington, England 


NPL(S40) 


-hp 




-311.981.4 


4 Oct. 


08-32-00 1 


Kandilli Observatory, Istanbul 


KO(K,)" 


-hp 




22,434.3 


4 Oct. 


10"38" 


Royal Greenwich Obs., Haiisham 


RGOlMC) 


-hp 




-12.0 


5 Oct. 


15"55" 


Paris Observatory Paris 


PO(HO)" 


-hp 




- 305.1 




00 H 00 M 00* 




A3* — PO(HO) 




5.977,655 


6 Oct. 


11 M 48 M 


Stadan Tracking Station. Johannesburg 


MT(HE101) 


-hp 




-567. 


6 Oct. 


1 3 M 30 U 


Observatoire de Besancon, Besancon 


Ob. Besancon(07) - 


-hp 




-125.386 0 


6 Oct. 


13-59- 


JPL Tracking Station, Johannesburg 


DSIF 51 


-hp 




-1.651.7 


6 Oct. 


17 M 00" 


Republic Observatory, Johannesburg 


RO 


-hp 




-773.5 


9 Oct. 


13"20** 


CNET, Bagneux, France 


CNET - 


-hp 




-431. 


1 1 Oct. 


or46 u 


Mt. Stromlo Observatory. Canberra 


MSO- 


-hp 




1,061. 
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Dale 


Time (UTl 


Facility 


1 1 Ocl 


14 M 25 M 


Obs. Bucarest. Bucarest 


12 Oct. 


01 "10" 


MSFN Tracking Station. Canberra 


12 Oct. 


03 H 35" 


Stadan Tracking Station. Canberra 


13 Oct. 


05 M 20" 


PMG, Melbourne 


13 Oct. 


15"57 M 


Univ. Brussels, Brussels 


16 Oct. 


02-00 u 


Radio Research Lab.. Koganei 


16 Oct. 


12 M 25 U 


HPSA, Geneva 


18 Oct 


14-19- 


GSFC, Greenbelt, Md. 


18 Oct. 


19"46 u 


USNO. Washington, D.C. 


18 Oct 


20-07-30' 


USNO, Washington. D.C. 


19 Oct. 


21 "35" 


NBS, Boulder. Colo. 


19 Oct. 


21-37-30 1 


NBS. Boulder Colo. 


19 Oct. 


23 M 12- 


USN Astro Group. Oahu, Hawaii 


20 Oct 


18"54 u 


WWV, Ft. Collins, Colo. 


20 Oct. 


19 H 28 U 


WWVL, Ft. Collins, Colo. 


20 Oct, 


1 9 n 32"00 s 


WWVB. Ft. Collins, Colo. 


20 Oct. 


23 H 10" 


WWVH. Maui, Hawaii 


21 Oct. 


04 M 20" 


Omega Station, Oahu. Hawaii 




1 Denotes Atomic Time. 



i., Transmitter station clock which controls tick to transmitter 
D FOA clock reset 10 Sept 0740 lo agree with USNO M.C 
J) Coincides with CHU emisston time. - 0 i msec. 
V Coincides with IBF emission time 
| Coincides with DAM emission ttme, -:01 msec. 
S Stepped atomic time — coincides with DCF Tf emission 
time 

(JJ Check at Inst. Radio Eng. and Electronics of Czech Acad. 
Sciences Prague, via TV method described in Vol. IM-16. 
No. 3, Sept. 1967. pp 247-254. IEEE Trans, on Inst, and 
Meas. Clock HU controls emission of time signal of D1Z 
* Value stated has been ad|usted by 26 12 msec to account 
for calculated RF propagation time of comparison signal 
from standards station. 

RGO(MC) — MSF^,^ - 400 jisec (MSF standard broadcast 



Comparison (^sec) 



Obs. Buc. (R1) 


— hp 




-6.254.7 


MSFN 


— hp 


= 


-447.5 


Stadan'" 


— hp 


m 


2.368. 


PMG 


— hp 


= 


729.9 


UB 


— hp 


= 


2,905 2 


RRL 


— hp 


- 


1 ,235.7 


HPSA(8)" 


— hp 




-0.1 


GSFC 


— hp 


- 


-8.4 


USNO 


— hp 




5.0 


USNO(220)- 


-hp 




6.047,608.9 


NBS(8 f ) 


— hp 




35.8 


NBS(7 - ) 


-hp 




6,061,299.5 


USNA 


— hp 




10.7 


WWV i 


— h P 




355 


WWVL 


— hp 




52.9 


WWVB "' ' 


— hp 




63,664.8 


WWVH 1 


— hp 




37.9 


Omega 


-hp 




12.8 



station emission as received at Royal Greenwich Observa- 
tory on S Oct. at 14 M 36" with estlmateO propagation delay 
removed) 

•» Coincides with FT A 91. FTH 42. FTK 77. FTN 67 emission 

times. - 50 psees. 
ii Value stated has been adiustod by 53.67 msec to account 

tot calculated RF propagation time ot comparison signal 

from standards station, 
jj Measurement made with FC 7 Irom HPSA ottice. 

Value stated has been adjusted by 30.10 msec to account 

for calculated RF propagation time of comparison signal 

from standards station, 
ii) HPSA reset to agree approximately with USNO M C. on 

16 Oct 

i; Ticks advanced 200 usee 20 Sept. 1967 



Prague - Potsdam Synchronization 

The visit to the Czechoslovak Academy of Sciences at 
Prague represented the first time the Hying clocks have 
traveled to eastern Europe. This visit was also marked 
by a novel method which was in use in Prague for syn- 
chronizing a distant clock. The method was employed 
by the Czech scientists during the Prague synchroniza- 
tion to simultaneously synchronize a clock in Potsdam. 
Germany, some 300 kilometers distant. 

In essence, the method requires both places to meas- 
ure simultaneously the time interval between their clock 
pulses and a previously-designated sync pulse from a TV 
station. The method is not necessarily limited to the dis- 
tance at which the two places can receive the same TV 
station, since relay links can be used for the transmission 
if desired. The method requires that a suitable propaga- 
tion-time correction be applied, but this is readily done. 
Further detail-, and other variations of the method are 
described in a recent paper.* 

• tin Tolman, Vladimir Ptacek, Antonin Soucek, ana Rudoll Steelier, 'Microsecond 
Clock Comparison by Means of TV Synchronizing Pulses,' IEEE Transactions on Instru- 
menlation and Measurement, Vol. IM-16, No. 3. September, '.967. 



Clock Recomparison 

In an experiment of this duration and complexity it is. 
to say the least, statistically improbable that no untoward 
event will occur. In other years the experiments have 
overcome such unforeseen events as the power being 
switched off while the clocks were stored overnight in a 
locked hotel room and again by a defect in a monitoring 
circuit external lo the clocks. This year one clock lost 
internal phase lock due to a foreign particle in a wave- 
guide. Fortunately, this occurred while the clock was still 
in the U.S. (in Boston) in an early stage of the trip. The 
clock was not stopped but the loss of phase lock ren- 
dered its reading uncertain. The clock was repaired at 
the HP laboratory in nearby Beverly, Massachusetts, and 
then taken to Ottawa. Canada. After making a compari- 
son there, the clock was returned to the U.S. Naval Ob- 
servatory in Washington, D.C. for recomparison. At this 
time it was found that the clock reading differed by only 
one microsecond from its earlier comparison at USNO. 
This difference has been applied to the comparisons 
made after the interruption. 
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NBS Time Advance 

The data concerning time closures in this year's ex- 
periment arc corrected to account for an adjustment 
made in the UTC clock at the U.S. National Bureau of 
Standards. For some time the clocks at the U.S. Naval 
Observatory and the Bureau of Standards have exhibited 
a relative difference of about I part in 10 lr . To bring 
these clocks into even closer synchronization, the NBS 
clock, through a previously-scheduled plan, was ad- 
vanced 200 microseconds on September 20, midway be- 
tween the visits made to the Bureau of Standards during 
the visit. Hence, the affected data published here have 
been corrected for this adjustment and for the similar 
adjustments made on the same date by Station WWV and 
by the Goddard Space Flight Center. 

Relativistic Effects 

After the publication of past flying clock articles in the 
Hewlett-Packard Journal, many readers have inquired 
for the information about relativistic effects on such 
measurements which involve clocks in motion. 

The effects must be considered from the viewpoint of 
general relativity since relative motion, rotation and grav- 
itation are all involved. At the altitudes and velocities of 
present-day commercial airliners, the effects are fairly 
small and yield the following approximate results. 

A living clock moving at constant velocity, v. and con- 
stant altitude. //, indicates an elapsed time. T,, , different 
from that of a stationary clock. T„. on the ground by a 
fractional amount 

Ti,- — T„ gh v a 

t. ~ c : ~ ir- 

where .1? is the acceleration of gravity (which includes the 
effect of rotation of the earth) and c is the velocity of 
light. In this approximation the gravitational and mo- 
tional effects may be separated. The first term is the 
gravitational shift which is "blue - since the Hying clock is 
farther from the earth than the stationary clock. The sec- 
ond term is the 'time dilation' of special relativity caused 
by the relative velocity. 

Consider a plane at an altitude of 35.000 feet with a 
ground speed of 650 miles per hour. For these conditions 
the 'blue' shift term is -f 1.16 X 10 H and the time dila- 
tion term is —0.47 X 10- ,; , or a total of -j-0.69 X 10 ". 
If the clock were in flight for eighty hours during the 



whole trip of one thousand hours (typical values), the 
'blue' shift term gives an indicated elapsed time differ- 
ence of about | 0.333 microseconds and the lime dila- 
tion term gives about —0.135 microseconds, on a total 
of -(-0. 198 microseconds (the plus sign means the flying 
clock is ahead). This amount is somewhat smaller than 
that which may be expected from random errors and 
drifts in the clock rates. 

Note that the relativistic effects are in opposite direc- 
tions and that, for the conditions chosen, the gravita- 
tional term is dominant. At present they are not large 
enough to affect the measurements appreciably, but they 
are at the threshold. Significant improvement in either 
the clocks or aircraft could make relativistic corrections 
important. 

There have also been questions as to whether clocks 
at sea level are not at the same rate independent of their 
location on the earth. Since the earth is approximately 
in hydrostatic equilibrium its surface may be viewed, in 
a coordinate system rotating with the earth, as a sur- 
face of constant gravitational potential (neglecting other 
bodies such as the sun and moon). Clocks located any- 
where on such a surface do run at the same rate. 
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Data in this report are stated in a format recommended 
by the Commission de I'Heure ot the International Astro- 
nomical Union. In this lormat a positive algebraic sign 
assigned to the numerical difference between two fre- 
quencies or two clocks means the first-listed quantity 
(minuend) is higher, if a frequency, or earlier, it a clock. 
A negative sign means the first-listed quantity is lower or 
later, respectively. 
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